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Abstract Objectives
The primary aim of this study was to quantify the dimensions and geometry of the mitral valve complex in patients with dilated cardiomyopathy and significant mitral regurgitation. The secondary aim was to evaluate the validity of an automated segmentation algorithm for assessment of the mitral valve compared to manual assessment on computed tomography.
Background
Transcatheter mitral valve replacement (TMVR) is an evolving technique which relies heavily on the lengthy evaluation of cardiac computed tomography (CT) datasets.
Limited data is available on the dimensions and geometry of the mitral valve in pathological states throughout the cardiac cycle, which may have implications for TMVR device design, screening of suitable candidates and annular sizing prior to TMVR.
Methods
A retrospective study of 15 of patients with dilated cardiomyopathy who had undergone full multiphase ECG gated cardiac CT. A comprehensive evaluation of mitral valve geometry was performed at 10 phases of the cardiac cycle using the recommended D-shaped mitral valve annulus (MA) segmentation model using manual and automated CT interpretation platforms. Mitral annular dimensions and geometries were compared between manual and automated methods. 
Results
Mitral valve dimensions in patients with
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Conclusions
Variability of mitral valve annulus measurements are small during the cardiac cycle.
Novel automated algorithms to determine cardiac cycle variations in mitral valve geometry may offer improved segmentation accuracy as well as improved CT interpretation times.
Key words: Mitral valve; Geometry; Computed Tomography, Transcatheter mitral valve replacement.
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Condensed Abstract
Transcatheter mitral valve replacement is an evolving technique which relies heavily on the lengthy evaluation of cardiac computed tomography datasets. Data regarding the dimensions and geometry of the mitral valve in pathological states is limited. This may in turn have implications for transcatheter mitral valve replacement device design, screening of suitable candidates and annular sizing. Our study firstly demonstrates that in patients with dilated cardiomyopathy, changes in the mitral valve annulus areas are small. Secondly, we show the potential clinical utility of automated techniques to evaluate the mitral valve complex. proportion of patients suffering from MR are unsuitable for surgery owing to coexisting morbidities (1) . Following the success of transcatheter aortic valve replacement (TAVR) (2), there has been similar interest in the development of transcatheter mitral valve replacement (TMVR). Before this approach can achieve a similar acceptance to TAVR it will need to demonstrate similar efficacy outcomes and be proven to be a viable option to bridge this therapeutic gap (3, 4) . This will require optimal patient selection and procedure planning to account for the more complex anatomy of the mitral valve and its apparatus.
Abbreviations list
MR
Although early studies have defined the 3-dimensional (3D) geometry of the mitral valve and its dynamic changes throughout the cardiac cycle in healthy individuals (12, 13) , limited data are available in pathological states (14) , especially in patients with MR (13) . Patients with dilated cardiomyopathy represent a distinct subgroup where dilation of the left ventricle, increased wall stress and systolic dysfunction result in papillary muscle displacement, chordae tendinae traction, mitral valve leaflet tenting and mitral annulus dilatation. One result of these changes is the development of functional mitral regurgitation (12, 14) . Furthermore, existing studies are limited by their methodological heterogeneity and applicability to the requirements of TMVR.
These namely being: small sample sizes (14, 15) ; failure to quantify the mitral valve throughout the full cardiac cycle (11, 14) ; and differences in segmentation models (5) .
It has therefore become important to establish a standardised approach to the assessment of the mitral valve to ensure optimal TMVR device design and patient outcomes (16) .
The large reliance on pre-procedural imaging with numerous measurements requires cumbersome and time-consuming processing of large datasets and expert interpretation (15, 17) . An automated system may streamline pre-procedural workups as seen with similar semi-automated algorithms applied to other cardiac structures acquired with computed tomography (CT) (11, 17) .
The aims of the current study were 1) to define the dynamic changes in mitral valve geometry throughout the cardiac cycle in patients with dilated cardiomyopathy and 2)
to explore the accuracy of a novel automated tracking algorithm for valve segmentation.
Methodology
Study cohort
This study involved the retrospective evaluation of 17 consecutive patients with dilated cardiomyopathy with permanent pacemakers in situ who were scheduled to have pacemaker upgrades to cardiac resynchronisation therapy. Helical scans with retrospectively ECG-gated image reconstruction were performed in these patients as part of a previous study protocol to evaluate CT dyssynchrony, coronary venous anatomy and delayed enhancement by CT. All patients were >18 years of age and had no contraindication to cardiac CT. No patient in this the study had undergone prior aortic and/or MV repair/replacement that may have introduced MV apparatus distortion to the planned measurements (20) .
All data sets were evaluated manually at all stages of the cardiac cycle and thereafter automatically using a locally developed mitral valve tracking computer algorithm. Written informed consent was obtained from all patients for the original study, while the local research and governance board further approved the use of the acquired data for the purposes of mitral valve geometry evaluation.
Cardiac CT acquisition
All cardiac CT scans were performed using a Philips Brilliance iCT 256-slice MDCT scanner (Philips Healthcare, Best, The Netherlands). Intravenous metoprolol was used to achieve a heart rate of < 65 beats/min (<100 beats per minute for those in atrial fibrillation). A total of 100 mls of intravenous contrast (Omnipaque, GE Healthcare, Princeton, NJ, USA) was injected (5 mL/s) via a power injector into the antecubital vein. Ascending aorta contrast triggered, helical scanning was performed with a single breath-hold technique after a 10-12 second delay. The scanning parameters included a heart rate dependent pitch of 0.2-0.45, a gantry rotation time of 270 ms, a tube voltage of 100 or 120 kVp depending on the patient's body mass
index and a tube current of 125-300mA, depending upon the thoracic circumference.
Retrospectively ECG-gated image reconstruction was used to generate 10 data sets per cardiac cycle.
CT Data analysis
Assessment of the mitral valve dimensions was performed in two separate platforms for manual and automatic methods, with both allowing double-oblique multiplanar reformatted reconstructions of the heart (21) . Manual assessment of the mitral apparatus was performed in OsiriX (Pixmeo SARL, Bernex, Switzerland), while automatic tracking was performed in a dedicated platform developed in MatLab (MathWorks, Natick, MA, USA).
Pre-processing of CT datasets was required for the automatic tracking algorithm including cropping of CT images to include only the heart structures, allowing for reduced image processing times.
Mitral Valve Anatomy -determination of optimal measuring planes
The mitral annulus is a fibro-muscular junction dividing the left atrium and the left ventricle. Its complex 3D saddle shaped structure is defined by the anterior and posterior horn and inferiorly positioned anterolateral and posteromedial commissures (3, 10, 12) (Fig 1) . The fibrous region of the annulus is located at the aorto-mitral continuity, between the medial and lateral trigones. The predominantly muscular posterior border predisposes the structure to remodeling unlike its fibrous anterior counterpart (6) . The anterior and posterior mitral leaflet are supported by further subvalvular structures. All of which play an important role in the function of the mitral valve in healthy and pathological states (12) .
Segmentation models
A plethora of 2D and 3D segmentation models are apparent in the assessment of the 
Mitral valve evaluation
Manual quantification
Prior to assessment of the mitral valve, each CT data set was aligned into 4 chamber, 2 chamber and short axis views at the level of the mitral annulus (3, 5, 21) .
The measurements taken are described in Table 1 and illustrated in Figure 2 . All of the 10 measurements were performed at phase 0% of the cardiac cycle and then repeated through all of the remaining phases to give a total number of measurements for one scan of 100. The average time taken for the complete evaluation of one entire CT data set was approximately 60 minutes across all 10
phases. All manual evaluation was performed by a SCCT Level III verified expert in cardiac CT with 8 years' experience (RR).
Automatic quantification
For automatic quantification, each data set required initial segmentation in one phase (0%) ( Table 1 ). The locally developed tracking algorithm then performed automated measurements of all parameters in the remaining 9 phases. All measurements were performed offline by an individual trained in cardiac CT (TB) by batch analysis and then confirmed by an independent SCCT verified Level III expert in cardiac CT (RR).
Statistical analysis
For the manual measurements across systole and diastole, means ± SD, median, 
Results
From the initial 17 patients, only 15 datasets were used in the final analysis. One dataset was excluded owing to incomplete data and 1 case owing to suboptimal image quality. A total of 35 phases of 340 were excluded in the mitral valve quantification due to variable slice thickness on multiplanar reformatted reconstructions and subsequent image distortion. The baseline characteristics for the study population are given in table 2.
The Mitral Annulus.
The mean values (± SD) with lower and upper quartiles measured at the level of the MA, sub and supra apparatus are displayed in systolic: 41mm ± 2.9) and anterior to posterior peak diameter (diastolic: 35 mm ± 3.4;
systolic: 33 mm ± 3.1) were comparable in diastole and systole (Table 3 ). The M A N U S C R I P T
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largest changes between systole and diastole were seen at the anterior to posterior peak (5.3% increase in diastole, p = 0.005), with a subsequent 5.5% increase in MA area (p = 0.045). There were no differences in the intercommissural diameter and trigone to trigone diameter were noted (0.8%, p = 0.58 and 3.3%, p = 0.14, respectively).
Across the retrospectively ECG gated cardiac CT scan, not all parameters for all patients were largest during diastole (phase 60%). The posterior perimeter of the annulus revealed larger dimensions at 50% whilst the trigone to trigone diameter and anterior to posterior diameter were both largest in phases 90% and 80%, respectively. Figure 3 illustrates the dynamic changes of the 5 short axis parameters across the full cardiac cycle (0% -90%).
The left ventricle and left atrium.
The standard deviation between sub-valvular and supra-valvular dimensions was consistently >10%, demonstrating considerable inter-patient variability. Very small variations in LV, PM and LA dimensions between diastole and systole were noted (Table 3 
Manual evaluation vs. automated evaluation.
There was no significant difference between initial manual and automated measurements at phase 0% except for two parameters; trigone to trigone diameter (Table 4 ). The MA to LV endocardial apex reported a moderate agreement (ρ c = 0.90) between automated and manual measures. Figure 4 illustrates agreement across all parameters in correlation scatter plots.
Discussion
In the current study, we sought to systematically evaluate the deformation of the Whereas previous studies have revealed that MA area is largest in mid systole (phase 30%), the present study revealed the smallest annular areas were noted in early systole (phase 0%-10%) and the largest areas occurred in early diastole (phase 60%). This likely reflects the unique annular dynamism seen in dilated cardiomyopathy patients as well as the nuances of the D-shaped segmentation model whereby due to truncation of the anterior horn of the annulus and its projected 2D area, coupled with the eccentricity of the distorted annular geometry, smaller annular areas are exhibited when compared to other segmentation techniques (15) .
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We observed that the mitral valve dimensions varied little during the cardiac cycle in patients with dilated cardiomyopathy. Compared to previous reported healthy individuals, the dynamic changes seen across the cardiac cycle were markedly suppressed in this cohort (15) . Changes in MA area of 5.5% between diastole and systole would appear to be largely attributed to changes in anterior to posterior horn diameter (5.3%), with very little changes in intercommissural diameter (0.8%).
Furthermore, this study did not consider changes in the mitral valve annulus height, which has been observed to demonstrate a folding motion during systole contributing 
Implications for TMVR
Due to the early development state of TMVR, optimal device design yet has to be established. Indeed, early studies reveal encouraging early in-human experiences of a number of TMVR devices (1,25) but challenges remain, largely due to the complexity of the mitral valve and inappropriate device sizing. Concordant with previous research (11, 16) , our study has demonstrated broad variability between M A N U S C R I P T
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13 patients, pathology and clinical status suggesting that the need for a tailored, patient specific approach to determining patient suitability and accurate device sizing. These unique insights into the dynamic geometry and dimension of the mitral valve using a D-shape segmentation model are more appropriate to the planar, tubular TMVR devices that are currently available and will enable better device development and design.
Mitral annulus geometry and dimensions are critical to prosthetic valve design and sizing for patients suitable for TMVR to minimise the likelihood of unfavorable outcomes associated with oversizing (left ventricular outflow tract obstruction obstruction, annular rupture) and under-sizing (prosthesis instability, paravalvular regurgitation) of valves. Although somewhat simplified at the aortic annulus with relatively stable geometry and reduced dynamism in calcified annuli (6, 16) , our study demonstrates that TMVR device sizing needs to accommodate changes in mitral valve geometry up to at least 5% throughout the cardiac cycle. In fact, previous studies have revealed changes as large as 12% (15) . In particular, device sizing will need to accommodate larger changes in the anterior to posterior horn diameter to ensure optimal device functionality and therapeutic outcomes. The saddle shaped mitral valve annulus.
Figure 2
Cardiac CT scan: illustration of the manual mitral valve measurements taken in the short axis (A), 2-chamber (B) and 4-chamber (C) views).
Figure 3
Changes in mitral valve annulus measurements throughout the cardiac cycle.
Figure 4
Correlation scatter plots demonstrating agreement between manual and automated assessment of the MV annulus across all phases. 
Short Axis
Trigone to Trigone diameter (TT)
The line connecting medial and lateral fibrous trigones at the aorto-mitral continuity.
Posterior Perimeter (PP)
The posterior perimeter of the mitral annulus was traced originating at the medial trigone around to the lateral trigone.
Mitral Annulus Area (MA area )
Mitral annulus area was calculated using the D-shaped model, tracing the posterior perimeter of the annulus and truncating the anterior horn across a straight line.
Intercommissural Diameter (IC)
Intercommissural diameter was taken parallel to the truncated trigone to trigone line, transecting the centre of the mitral annulus.
Anterior to Posterior Diameter (AP)
Bisecting the left ventricular outflow tract and perpendicular to the IC diameter, the diameter of the posterior peak was measured to the anterior TT line.
Chamber view
MA geometric centre to Endocardial border of LV apex (LV endo )
With both 2 chamber and 4 chamber views bisecting the left ventricular apex, the distance taken from the mitral valve geometric centre to the endocardial border was measured. The mitral valve geometric centre was extended to the most superior aspect of the anterolateral papillary muscle head.
MA geometric centre to
MA geometric centre to head of the Posteromedial Papillary
Muscle (PM-pm)
The mitral valve geometric centre was extended to the most superior aspect of the posteromedial papillary muscle head.
chamber view
MA geometric centre to posterior wall of the left atrium (LA-lad)
The long axis diameter of the left atrium was measured from the geometric centre of the annulus to the inside edge of the left atrial posterior wall. M A N U S C R I P T
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